Our aim was to test cell and trabecular responses to mechanical loading in vitro in a tissue bone explant culture model. The ZetOS TM system provides the ability to exert cyclic compression on cancellous bone cylinders (bovine sternum) cultured in forced flow circumfusion chambers, and allows assessing mechanical parameters of the cultivated samples. We evaluated bone cellular parameters through osteocyte viability test, gene and protein expression and histomorphometric bone formation rate, in non-loaded versus loaded samples. The microarchitecture of bone cores was appraised by in vivo micro-CT imaging. After 3 weeks, the samples receiving daily cyclic compression exhibited increased osteoblast differentiation and activity associated with thicker, more plate-like shaped trabeculae, higher Young's Modulus and ultimate force as compared to unloaded samples. Osteoclast activity was not affected by mechanical strain, although it was responsive to drug treatments (retinoic acid and bisphosphonate) during the first 2 weeks of culture. Thus, in the ZetOS TM apparatus, we reproduce in vitro the osteogenic effects of mechanical strain known in vivo, making this system a unique and an essential laboratory aid for ex vivo testing of lamellar bone remodelling.
Introduction
To better explore local tissue responses to chemical or physical factors, in vitro systems filling the gap between 2D cell culture and a living organism are required. The maintenance or growth of a tissue in culture is delicate, mainly for bone tissue. Up to now, bone organ culture has been performed for a few hours in rat ulnae 1 , 2 and a few days in embryonic, foetal or neonatal bone 3 , 4 , 5 . The crucial problem for bone tissue maintenance is ensuring uniform medium diffusion into the structure as well as establishing a mechanically loaded environment. For such in vitro experimentation to truly permit analysis of in situ bone response, away from systemic regulations, the biological requirements would be the following: (1) use cancellous bone which is metabolically more active than cortical bone, (2) with harversian organization similar to human bone, (3) permitting not only cellular responses but also resultant tissue responses, requiring longer term culture, (4) including a loading system, unloading being a cause of disuse.
An ex vivo, 3D explant culture model has been developed in which responses to hydrostatic pressure have been assessed on calve bone cores cleaned of bone marrow 6 .
This model did not provide medium perfusion of cultured samples so that analyses were done on the surface of the samples after seeding with osteoblasts. The authors showed that dynamic hydrostatic pressure keeps osteocytes alive and enhances osteoblast function through osteocyte-osteoblast interactions at least during the first 8 days 7 .
A new highly accurate mechanical loading system combined with a cancellous bone diffusion culture-loading chamber has been built 8 , which provides the ability to study bone tissue under constant perfusion and loading conditions. The device, named ZetOS TM , also allows accurate measurement of visco-elastic properties of the tissue. It has been used recently by some of us 9 , who showed that cyclic loading applied to human femoral head cores reduced osteocyte apoptosis and enhanced some osteoblastic functions, in line with the Takai et al results 7 . The goal of the present study was to evaluate not only bone cellular responses (osteocytes, osteoblasts, and osteoclasts) to a physiological load stimulus but also bone tissue responses, and to test the bone response to drugs able to modulate bone remodeling in bovine bone samples.
Materials and Methods
The Zetos TM dynamic bioreactor
The Zetos TM apparatus (Fig. 1A) , described in 8 , is kept in a room at 37°C. The culture chambers (Fig. 1B) are perfused with a peristaltic pump connected to a culture medium tank. For mechanical stimulation, the chambers are introduced in a loading device (see below).
Culture conditions
The samples (topographic image Fig. 1C ) were prepared from bovine bone, which has been successfully used in xenografts to repair bony defects, and has the same characteristics as human bone including a true lamellar organization 10 ( Fig. 1D) . The requirements for optimal sample preparation as described in 11 were scrupulously respected. Bovine bone cores were collected from the ulna and sternum of 6-8 months male calves immediately after sacrifice at the local slaughterhouse. Briefly, ten mm thick transversal sections were cut from the bones with a band saw (Proxxon GmbH, Niersbach, Germany) and the cores (10 mm diameter) were drilled from the sections and cut to a height of 5 mm, in order to obtain perfectly smooth parallel surfaces. Throughout the cutting procedure the bone was irrigated with sterile 0.9% NaCl at 4°C in order to limit heat-generated damage, remove bone chips and prevent drying out 11 . Bone cores were washed in Earl's medium + antibiotics (375 IE Streptomycin, IE Penicillin, 4 µg Amphotericin B per 1 ml Earle's 1x) for 30 min. Bone cores of the basal control group were immediately fixed for histological processing with 4% formalin; cultured loaded and non loaded cores were fitted in culture chambers, close-fitting in size, filled up with culture medium (DMEM, 10% FCS, 10 -8 M ascorbic acid). The assembled system was left to settle for 24 hours at 37°C before the start of perfusion (Fig. 1A) . Medium was changed every other day and stored for CTX, Tissue Non-specific Alkaline Phosphatase (TNAP) and Calcium assessment. Maximal culture time was 21 days. At the end of the culture, the bone cores were fixed in 4% formalin solution for histology or processed for protein or mRNA extraction. Three independent experiments on 3 animals were performed and at least 10 samples per bone sites (sternum, ulna) were collected.
Pattern of mechanical signal
Bone cores were submitted to a mechanical signal mimicking ground reaction forces (vertical axe) observed by a weight sensitive platform during a drop jump 12 . Peak loading was set at 4000 µStrain (20 µm displacements) after a 5 µm preload to ensure contact. 300 cycles were applied per day, at a 1Hz frequency. Samples were either perfused (Control, C) or perfused and loaded (Loaded, L) were cultured for 21 days.
Measurement of mechanical properties
The loading device has been designed to work in two main modes, either to apply a specific compressive strain to a trabecular bone cylinder or to apply a specific force and measure the resulting deformation. The calibrated procedures implanted in the ZetOS software (see 8 for details) allowed to measure Young's modulus, visco-elastic properties, fracture toughness and fatigue properties of bone. The loading system consists of a piezoelectric crystal stack whose expansion and contraction are controlled by the level of high voltage. A displacement sensor acts in a feedback loop to control the expansion and to control the force applied. We measured ultimate bone mechanical properties at the end of the experiment.
Serial micro-CT imaging
Bone cores were imaged in sterile tubes filled up with culture medium (Fig 1C) by a µ-CT 13 , Structure Model Index (SMI, ranging from 0 for a plate, and 3 for a rod) 14 , geometric degree of anisotropy (DA) and Connectivity density (Conn-Dens.) 15 16 .
Histomorphometry
During the culture period two fluorochrome labellings (12 days apart, the last label 24
hours before harvesting) were made with tetracycline (45µg/ml of medium). Each label was performed through 6 hours of perfusion with tetracycline supplemented medium, followed by two rinses. After fixation in 4% formaldehyde, samples were dehydrated in acetone and embedded in methylmethacrylate. Longitudinal medial slices were cut with a Jung Model K microtome (Carl Zeiss, Heidelberg, Germany). Six 8 µm thick sections, were used for modified Goldner staining 17 ( Fig. 1F) , 14 µm thick sections were used to determine the dynamic indices of bone formation (dLS/BS, double labeled surfaces corrected by bone surfaces in %, MAR, mineral apposition rate in µm/day, and BFR/BS, bone formation rate corrected by bone surfaces expressed in µm 3 /µm 2 /day). MAR was derived from fluorochrome interlabel distances (Fig. 1E ). BFR were subsequently obtained from the product of dLS/BS and MAR 18 . Six µm-thick sections were stained with toluidine blue for determination of resorption parameters (Oc.S/BS, Density of lacunae).
Structural parameters were measured using an automatic image analysis system (Biocom software, Explora Nova, La Rochelle, France). Bone cellular and macroscopic parameters were measured on a digitizing tablet (Summasketch; Summagraphics, Paris, France) using a dedicated software designed in our laboratory.
Osteocyte viability assessment
To evaluate osteocyte viability, 10 µm thick cryostat sections of undemineralized bone samples were reacted for the presence of LDH activity 19 , 9 . Three median sections for 8 controls and 8 loaded samples were assessed for osteocyte viability. LDH and DAPI stained cells were counted in 7 fields per section. Viable osteocytes were identified by the presence of dark blue cytoplasmic granules, and their number expressed as a percent of DAPI stained nuclei ( Fig. 2 A, B) .
Protein extraction
Total proteins were extracted by grinding bone cores in 2 mL lysis buffer/well, containing 100µL/mL Nonidet 40, 1.8 g/L Iodoacetamide, 3.5 µL/mL PIC (proteases inhibition cocktail, Sigma, France) and 2 µL -mercaptoethanol, and stored at -20°C. Protein concentrations were assayed with the bicinchoninic acid (BCA) protein assay kit (Pierce). 
Alkaline phosphatase and ELISA assays

Statistical analysis
Statistical analysis was performed using the STATISTICA software (StatSoft Inc., Tulsa, OK, USA 
Results
Bone tissue is kept alive and active in the ZetOS TM system.
The preliminary biological validation procedure of the ZetOS TM system for a 3-week culture period established that the diffusion rate of nutrients able to maintain bone forming activity was achieved with a 100 µl per minute flow. Indeed at this rate, double fluorochrome labelings of mineralizing surfaces were seen throughout ulna and sternum samples (sternum, Fig. 1E) . Moreover, the haematopoietic marrow of sternum samples was perfectly preserved during three weeks of culture in the Zetos system (Fig. 1F) .
The number of viable osteocytes was lower in control group as compared to loaded group in ulna samples, while it stayed at an acceptable level (60% of viability after 3 weeks) in sternum samples whatever the conditions (Fig. 2C) . This result indicated that ulna samples were less suitable for long-term tissue culture. Accordingly, mechanical signals did not affect the bone formation rate (BFR), a direct measurement of new bone forming activity, in ulna samples while it increased the BFR significantly in sternum bone cores (Fig. 2D) . The ulna has a highly anisotropic structure (degree of anisotropy, DA=2.34±0.023, mean±SEM, n=10) and load was applied in the long bone axis. The sternum structure is much more isotropic (DA=1.58±0.003, Table 2 ). Because of sternum responsiveness to mechanical signals, the rest of this study was performed on samples from sternum bone.
Mechanical strain stimulates osteoblastic activity and bone formation, not bone resorption.
Alkaline phosphatase activity, an early marker of osteoblastic differentiation, measured either in collected media (Fig 3A) or in tissue lysates (Fig 3B) , was stimulated by mechanical strain during the first two weeks of culture. Furthermore, Runx2 protein levels (Fig 3C) and gene expression (Fig 3D) were also higher in loaded samples after 7 and 14 days, and decreased only at day 21. Mechanical stimulation also increased osteocalcin synthesis after 7 and 14 days (Fig 3E) , and its gene expression at day 7 ( Fig 3F) . As already shown, histomorphometric data indicated that bone forming activities (maintained in perfused conditions as compared to basal control) were stimulated by cyclic compression ( Table 1) . This was evidenced by increased osteoid surfaces and thickness and by increased BFR as a consequence of the increase in mineral apposition rate, after three weeks of dynamic culture.
We found that the density of resorption lacunae was significantly reduced in control and loaded conditions as compared to basal controls. Mechanical strain did not alter overall bone resorption since neither histological parameters such as osteoclastic surfaces (Table 1 ) nor type I collagen C-telopeptide (CTX) levels (Fig 4A) or cathepsin K mRNA expression (data not shown) varied significantly between control and loaded groups. In both control and loaded samples CTX levels suddenly decreased after the first week of culture, then subsequently increased while remaining under day-6 levels ( Fig 4A) .
In the ZetOS TM system, osteoclasts respond to drugs.
We then asked whether osteoclasts were still responsive in this culture model. Osteoclast stimulation by retinoic acid increased Ca 2+ release and/or decreased Ca 2+ consumption (Fig 4B) during the entire culture period, although after day 10 Ca 2+ content of the eluate declined progressively in all groups. Moreover, retinoic acid treatment dramatically increased CTX levels during the first two weeks, and subsequent addition of pamidronate suppressed this osteoclast activation (Fig 4C) . Neither retinoic acid nor pamidronate treatment modified phosphate levels and alkaline phosphatase activity (data not shown).
Mechanical strain drives bone samples towards a more resistant architecture.
As bone forming activity was stimulated and resorption not affected by our mechanical conditions, we speculated that microarchitectural and biomechanical parameters could have been modified by dynamic bioreactor culture. We found ( Table 2 ) that although bone volume was not significantly responsive to mechanical strain, architectural parameters were all significantly increased, resulting in a structure more resistant to deformations. Mineral density was not modified. A factorial analysis revealed that architectural parameters SMI and Tb.Th were the most discriminative (not shown). In a further experiment, we performed a follow up assessment of bone quality by µ-CT, with one measurement right after bone core drilling and the other at the end of the 3 weeks culture period. This longitudinal exploration supported our previous observations, confirming trabecular thickening (Fig. 5A ) and SMI decrease (Fig. 5B) in loaded samples. These architectural adjustments resulted in an increased Young's modulus under loaded conditions (Fig. 5C ) as well as a higher Ultimate Force (Fig. 5D ). Although energy of fracture and toughness also tended to increase in loaded samples, the effect did not reach significant levels (not shown).
Discussion
When testing any excised specimen of trabecular bone, an unavoidable experimental artefact originates from the sides of the specimen where peripheral trabeculae lose their original load-bearing capacity due to interruption of connectivity. The magnitude of this "side-artefact" errors in modulus measurement has already been assessed in free isolated samples 20 , for which proper mechanical testing requires a specimen size that is greater than 4-5 mm to satisfy the continuum assumption 21 but below 10 mm due to the spatial heterogeneity in volume fraction, micro-architecture, and orientation of trabecular bone. Our sample size was in accordance with these recommendations, but the same error assessment still has to be made for specimen within a close-fitting chamber.
In our first set of experiments, we tested two trabecular bone types originating from the sternum and the ulna. Bone formation rate increased with loading in sternum only, while viable osteocytes decreased with unloading in ulna: this suggests that unloading constitutes a disuse condition for the weight-bearing ulna, but not for the less weightbearing sternum. We thus decided to focus on the adaptative response of sternum for the rest of the study.
We demonstrated in this study that a physiologically relevant mechanical signal favors bone formation in the sternum. Both static and dynamic histomorphometric indices of bone formation were higher in loaded than in unloaded samples. Changes in biological marker expression strengthened these histological features. Indeed, osteogenic markers (alkaline phosphatase, Runx2, osteocalcin) exhibited higher levels of expression than in perfused samples alone. The time course observed for TNALP activity is in agreement with its known temporal expression in vitro, characterized by a peak during the matrix maturation phase and a decrease at later stages ( 22 , 23 ). Our study showed that the temporal increase in expression of osteocalcin and runx2 started at an earlier time under loading, indicating that they may be associated with a stimulation of osteoblastic cell differentiation and function by mechanical signals. In contrast, mechanical stimulation had no effect on the histological parameters and biological markers (CTX and cathepsin K) of bone resorption. Resorption activity is nonetheless still reactive in this culture system as it is stimulated by a classical enhancing factor (retinoic acid) and inhibited by bisphosphonates. These results showed that in the ZetOS TM system, bone resorption can be challenged by drugs. This model might thus offer an alternative over the widely used rat animal model, whose bone responses to bisphosphonates, in particular, should be interpreted with caution due to the prevalence of modeling over remodeling effects even at the end of the rapid growing phase 24 .
Mechanical-induced altered cellular activities characterized by stimulation of bone formation without change in bone resorption were translated into enhanced bone morphology and strength. Microarchitecture changes included thickening of trabeculae as expected in view of the positive bone remodeling balance, as well as reorganization of the trabecular network towards a more plate-like structure, known to be well suited to bear loads from one defined direction whereas rod-like structures show more flexibility as to the direction of the load 25 . We also showed that microarchitecture alterations were associated with improved bone mechanical competence that reached statistical significance for Young's modulus and ultimate force. Of note, these parameters were unchanged in unloaded samples vs basal controls, confirming that the increase seen in loaded samples was strictly due to the mechanical regimen.
A limitation of this culture system is that, as compared to basal controls, ZetOs TM perfused samples showed less resorption lacunae after 3 weeks of culture, suggesting a reduced number of working osteoclasts, in accordance with the known 2-week osteoclast lifespan 26 . We also noted that Runx2 gene expression is greatly reduced by the end of the culture period suggesting that the osteogenic potential of precursor cells is declining 
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